
Single Frequency decoupling: 
 
the following parameters illustrate decoupling of single 19F peak. 
dn=F19 
dmm=c (decoupler modulation=continuous) 
dpwr=-16,0,16 (decoupler power should not exceed 50) 
set cursor on peak 
getoffset:dof 
homo=y (homonuclear decoupling : nny) 
 


